Design of a rapid-cycling synchrotron for flash proton therapy 
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The purpose of this study was to design a rapid cycling synchrotron, making it capable of proton beam ultra-high 
dose rate irradiation, inspired by laser accelerators. The design had to be cheap and simple. We consider our 
design from six aspects: the lattice, injection, extraction, space charge effects, eddy current effects and energy 
switching. Efficiency and particle quantity must be addressed when injected. The space charge effects at the 
injection could affect particles’ number. The eddy current effects in the vacuum chambers would affect the 
magnetic field itself and generate heat, all of which need to be taken into account. Fast extraction can obtain 
10'° protons/pulse, equal to instantaneous dose rate up to 10” Gy/s in a very short time, while changing various 
extraction energies rapidly and easily to various deposition depths. In the further research we expect to combine 
a delivery system with this accelerator to realize the FLASH irradiation. 
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I. INTRODUCTION 


Radiotherapy aims to deliver a tumoricidal dose to eradi- 
cate tumors while reducing damage to the surrounding normal 
tissue. For decades, radiotherapy has been improved by using 
novel technologies, one of which is FLASH. In FLASH radi- 
ation therapy, single short treatment pulses shorter than 500 
ms are delivered at ultrahigh average dose rates exceeding 
40 Gy/s, significantly exceeding the commonly used average 
dose rates of approximately 0.05 Gy/s. 

The FLASH effect was originally reported in the 1960s, al- 
though further investigations were largely halted due to logis- 
tical difficulties in translating the findings into clinical prac- 
tice. In 2014, a well-established lung-fibrosis model using 
C57BL/6J mice was presented as the first proof-of-principle 
study [1]. Doses of up to 30 Gy were delivered in two ways: 
a single dose > 40 Gy/s in FLASH mode and < 0.03 Gy/s 
in conventional (CONV) mode. The results demonstrated a 
complete lack of acute pneumonitis and late lung fibrosis af- 
ter bilateral thoracic irradiation of mice with FLASH at doses 
known to trigger the development of pulmonary fibrosis in 
100% of the animals after CONV irradiation. FLASH ra- 
diotherapy consistently widens the therapeutic window with 
better sparing of normal tissue. Their potential for clinical 
applications has attracted significant interest from the med- 
ical community. However, the radiobiology of FLASH ra- 
diation therapy remains unclear. In most studies, this has 
been explained based on oxygen depletion, free radical pro- 
duction/recombination, inter-track effects, and sparing of the 
immune system [2, 3]. 

Subsequent research was undertaken at Lausanne Univer- 
sity Hospital and Stanford University School of Medicine to 
ascertain if the same effect is observed for object recogni- 
tion ability in mice after brain irradiation and for long-term 
memory deficits in these animals. The results of these inves- 
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tigations proved to be encouraging [4-6]. Ultra-high dose- 
rate irradiation showed better preservation of zebrafish em- 
bryos at all doses when compared to conventional irradiation. 
Additionally, the experiments demonstrated that the higher 
the dose rate, the better the growth of zebrafish embryos was 
preserved. Moreover, variations in the frequency and adjust- 
ments in the pulse width during FLASH radiation did not neg- 
atively impact the growth of the embryos [6-8]. Research 
on cats and minipigs has also shown positive biological ef- 
fects [9]. In 2019, a 15 Gy FLASH-RT dose was administered 
for 90 ms to one of the most resistant and progressive skin le- 
sions with a diameter of 3.5 cm. The skin reaction was mini- 
mal when compared to earlier conventional radiation [10]. 

FLASH is mainly effective for three types of tumors: ra- 
dioresistant tumors requiring increased doses, recurrent tu- 
mors requiring re-radiotherapy with preservation of normal 
tissues, and normal tissues with high radiosensitivity. An 
assumption underlying several FLASH treatment planning 
studies is that there is no dose threshold for FLASH-sparing 
effects [11-14]. However, in further studies, a dose threshold 
between 5 and 10 Gy must be considered [15—18]. Therefore, 
further biological research is required to determine whether a 
dose threshold triggers FLASH effects. 

Most studies have used electron beams with low tissue 
penetration, limiting their application in clinical practice. A 
promising alternative to the FLASH delivery method is pro- 
ton beam therapy, which can offer superior dose distribution 
within the tissue. Although many experiments using proton 
FLASH have been conducted, to date, they have been limited 
to small volumes or shooting through [19]. There are many 
technological challenges in proton FLASH such as higher 
beam currents, dose monitoring, and beam modulation. 

Given the limitations of the stored particle number and en- 
ergy change time, traditional synchrotron-based proton ther- 
apy is not suitable for FLASH irradiation. The former re- 
quires large synchrotrons and a higher injection energy. The 
3D ridge filter can remove the energy change time. Currently, 
laser plasma researchers have proposed another approach to 
achieving FLASH therapy: very high instantaneous dose rate, 


up to 10° Gy/s for less than nano seconds, but low average 
dose rate 1Gy/s also shows FLASH effect [20-25]. Com- 
pared to the laser plasma accelerator, the rapid cycling syn- 
chrotron is a simpler, cheaper, and more realistic way to pro- 
vide this type of dose rates. In this study, we present a design 
of the rapid cycling medical synchrotron (RCMS) for proton 
cancer therapy facilities. The RCMS can provide several 101° 
protons/pulse with the advantages of small beam envelopes 
and a narrower inner diameter of the vacuum chamber. The 
repetition rate was as high as 25 Hz, and it was easy to change 
the energy of each spill. 


I. MAIN RCS PARAMETERS 
A. Dose rate and accelerator types 


The ability to provide a dose of 2 Gy in a volume 
of 1 liter is a common clinical criterion for proton ther- 
apy. This equates to 1.9 x 101! protons for a cube of 
10cm x 10cm x 10cm at a depth of 10-20 cm in water at 
2 Gy. For the FLASH treatment, 4 Gy ( 3.8 x 101 protons) 
delivered within approximately 100 ms corresponds to a cur- 
rent of 600 nA or an average dose rate of 40 Gy/s [26]. With 
current medical accelerator technology, only isochronous cy- 
clotrons can generate such high continuous beam currents. 

Cyclotrons are the most often used accelerators in proton 
therapy. A cyclotron generates a high-intensity continuous 
beam at a fixed energy. To obtain the required energy, it must 
use a degrader. To modify the required energy, the degrader 
adjusts the physical thickness or the inserted degrader ma- 
terial. If there is a need for a quick shift in accelerator en- 
ergy, the degrader is required to change beam energy in sev- 
eral tens of millisecond. But shorter than 0.1 ms/energy step 
is a significant challenge. At the same time, when the beam 
travels through the degrader, scattering and ionization losses 
occur, resulting in an increase in the beam emittance and en- 
ergy spread, especially at low energies [27, 28]. For FLASH 
therapy, 3D ridge filter is used to avoid energy change [26]. 

The Linac accelerator exhibits the advantages of a higher 
peak current and smaller beam emittance. New linac designs 
have a sufficiently short time to modify the beam energy from 
pulse to pulse [29-31]. When it comes to true, it may realize 
complete spot scanning in the clinic. The enormous size and 
expensive price of linac are also factors to consider [1, 5]. 

A slow-cycling synchrotron can preselect the extracted en- 
ergy, eliminating the need for a degrader. Its whole cycle 
comprising of the injection, ramping up, extraction and sub- 
sequent return of the magnetic field, takes a few seconds. 
Considering this duration, the typical synchrotron usually op- 
erates at a low injection energy, resulting in a small space- 
charge limit. Generally, slow-cycling synchrotrons deliver a 
lower average and instantaneous dose to patients [4, 32]. 

Several studies have been conducted on the laser-plasma 
acceleration of proton beams [25, 33]. Researchers have fre- 
quently combined ultrathin targets with beam optics to realize 
the transmission of several Gys in nanoseconds. In terms of 
clinical applications, some challenges, such as the maximum 


energy and intensity of the proton beams, low repetition rate, 
quality assurance, patient safety, control, and repeatability of 
the laser pulse output, remain to be addressed. Although pro- 
ton laser plasma acceleration, to date, is not available for ther- 
apeutic use, it provides a new way to achieve FLASH therapy. 
Inspired by laser plasma researchers, we can use a very high 
instantaneous dose rate with a low average dose rate to realize 
the FLASH effect. 

The rapid-cycling synchrotron shares similar beam char- 
acteristics with the laser plasma accelerator, but it exhibits 
much higher beam energy and intensity. We plan to design an 
RCMS capable of providing 101° protons/pulse at a repetition 
rate of 25 Hz. This equates to 2.5 x 10'! protons/s, slightly 
more than 60 Gy in 1 min in one liter of volume, with the 
mean dose rate of approximately 1 Gy/s. But the length of a 
beam pulse is only a few tens nano-seconds. If we can change 
beam energy from pulse to pulse and for scattering method 
that means several Gys for a energy slice, the instantaneous 
dose rate is more than 10’ Gy/s. For scanning method, this 
means a spot requires a pulse, and the instantaneous dose rate 
is up to 10° Gy/s, but the dose control is very difficult. 


B. The lattice design 
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Fig. 1. Layout of the lattice design. B(n) represents a dipole. 
QD(n) and QF(n) represent a defocusing quadrupole and a focus- 
ing quadrupole, respectively. Furthermore, SX1 and SX2 are two 
sextupole families that fit the chromaticity. 


Taking into account practical considerations, such as cost 
and spatial limitations, the rapid cycling medical synchrotron 
has a lattice with a short circumference of 27.2 m, composed 
by four arcs and four straight sections. One straight section 
is used for the injection, one for the acceleration, and oth- 
ers for the extraction. Eight dipoles have the same length 
of 1.5 m and their maximum magnetic field strength are less 
than 1.3T. The edge angles of dipoles are 11.25°. Eight 
quadrupoles, focusing in the horizontal and vertical plane, 


have the same length and focusing strength. The normal- 
ized strength of defocusing quadrupoles is —2.2 and the nor- 
malized strength of focusing quadrupoles is 2. Consider- 
ing sextupolar component induced by the eddy current, two 
sextupole families are used to fit the chromaticity whose 
strengths are —15.01 and —28.42. Figure 1 shows the lay- 
out of the lattice, where B(n) represents a dipole, QD(n) 
and QF(n) represent a defocusing quadrupole and a focus- 
ing quadrupole separately, and SX(n) represents a sextupole. 
The beta-functions and the dispersion is presented in Fig. 2 
and the primary physical parameters of the synchrotron ring 
are listed in Table 1. 
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Fig. 2. Twiss parameters of the RCS. The first solid line, dotted 
line, and the second solid line represent horizontal betatron func- 
tion, vertical betatron function, and horizontal dispersion function, 
respectively. 


Table 1. Main parameters of RCS 


Parameters Value 
Ring circumference (m) 27.2 
Injection energy (MeV) 7 


Max.extraction energy (MeV) 235 


Repetition rate (Hz) 25 
Nominal tunes, H/V 1.14/1.24 
Natural chromaticity —0.73/—0.78 
The maximum beta function 

5.11 /5.52 
Bx (m)/By m) 
Harmonic number 1 


The horizontal and vertical betatron functions were de- 
signed to be about 5 m. The horizontal dispersion function 
was smaller than 3.85 m. Small beta function means small 
beam envelope, requiring small aperture, and could realize 
large acceptance. 


C. The injection design 


Usually, there are three injection methods for synchrotron, 
namely the single-turn injection, the multi-turn injection and 
the stripping injection. Single-turn on-axis injection is sim- 
plest if could meet the particle numbers needed for the clinical 
treatment. A linac which can provide 7 MeV proton beams 
was chosen as the injector of RCS [34]. The revolution period 
of injection beam is 748 ns. The maximum time of single-turn 
on-axis injection depends on the descend time of injection el- 
ement. If the injection beam current is 10 mA, this corre- 
sponds to 2.33 x 101° protons within 374 ns, which could 
satisfy the requirement of 101° protons per pulse. If higher 
particle number is required, higher injection beam current and 
shorter descend time of injection element is required. 

The injection system is composed by a septum and a kicker. 
The septum is made up of a cutting plate that divides the 
field-free zone where the circulating beam is situated from 
the strong magnetic field where the injected beam is placed, 
therefore avoiding altering the circulating beam flow in the 
near area. The septum is thin enough that the injection beam 
stays as close to the reference orbit as feasible. The beam 
from the injection line is bent to a slight angle by the beam 
center after passing the septum. After some movement, the 
injection beam’s trace coincides with the closed orbit, and the 
direction of motion has an angle. The magnetic field pro- 
duced by the kicker that installed here gives the particles a 
kick, forcing the beam to proceed in a direction same to the 
closed orbit, and the beams then move in the ring along the 
closed orbit. After the injection, the magnetic field strength 
of the kicker must be promptly decreased to zero to avoid in- 
terfering with the beams that return here. 
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Fig. 3. Single turn injection design. 


Septal and kicker parameters are listed in Table 2. 


D. Extraction design 


In comparison to injection, the energy of the extraction 
beam is higher, and the strength of the extraction compo- 
nents is larger. The beam extraction in the ring accelerator is 
much more complex. The multi-turn slow extraction is gen- 
erally used in medical synchrotron for long pulse extraction 
beam [35]. While employing the rapid cycling synchrotron 
with a high repetition frequency, the beam stays at a energy 
for very short time. The single-turn fast extraction method is 
widely utilized and used in our design. 


Table 2. Parameters of the injection septum and kicker 


Parameters Septum Kicker 
Number 1 1 
Length (m) 0.5 0.6 
Angle (mrad) 430 37 
ces field strength 3292 236 
Decline time (ns) < 374 


Here we choose a septum and two same kickers which are 
easy to process in reality to kick out all the beams in one turn. 
Placing the kickers in front of the septum could make enough 
space and avoid beams hitting the extraction septum. The 
following is a basic outline of the process: in the ring, beams 
are deflected by a strong magnetic field of the kicker, pass the 
dipole and then enter the gap of the septum. The septum bents 
the beams in a much larger angle to get out of the way of other 
components in the ring and the beams are finally transmitted 
to the high-energy transport line to achieve ring separation. 
The ramping time of the kickers must be within the time gap 
of the single bunch between the turn and the last turn. In the 
single turn rapid extraction, the extraction platform time must 
be sufficient to kick all the particles and the requirement for 
descent time is relaxed. The revolution time of the beam to 
be extracted depends the required energy, varies from 0.15 us 
to 0.3us. And the bunch length of circling beam is around 
6 meters. So the rising time of kicker should be less than 
0.076 us. 
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Fig. 4. Fast extraction design. 


The length of the septum is 0.8 m and two kickers are 0.6 m 
apart. The septum is installed in another straight section. The 
height of the center orbit at the septum’s entrance is 0.044 m 
and the separation height at the exit is 0.356 m. The parame- 
ters of the extraction kickers and septum are shown in Table 
3: 


Table 3. Parameters of the extraction septum and kickers 


Parameters Kicker Septum 
Number 2 1 
Length (m) 0.6 0.8 
Angle(mrad) 6.5 180 
m field strength 255 6075 
Rising time (ns) <76 

Septum thickness (mm) <3 


II. NUMBER OF THE STORAGE PARTICLES 


The beam losses are classified into two types: transverse 
beam losses and longitudinal beam losses. In the longitudi- 
nal direction, particles outside the RF cavity or whose mo- 
mentum deviation larger than the momentum acceptance of 
the accelerator would lose. In the transverse direction, par- 
ticles would lose if they exceed the collimator’s acceptance. 
The stored particles’ number of a low energy synchrotron is 
limited by space charge effects. The space charge effects oc- 
cur as a result of the charged particles’ electromagnetic field 
impacting particle movements as they pass through the ac- 
celerator. The tune shift is a parameter that represents the 
space charge effects. In the ring, the bucket longitudinal di- 
mension is significantly larger than the transverse dimension. 
Therefore the longitudinal tune shift caused by space charge 
effects is several orders of magnitude smaller than the trans- 
verse tune shift. The transverse particle movements have the 
greater influence during the injection process. The tune shift 
can be described by the Eq. | in the situation of uniform beam 
distribution [36]. 
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(1) 
where Vp is the accumulated particles, ro = e? / ATreomoc? = 
1.584 x 10718 m is for the classical proton radius, £,ms is 
the transverse rms emittance about 4.1 x 1075 mrad, By = 
kbc / V2r Ris the bunching factor defined as the ratio of the 
mean to peak line charge density. When particles’ number is 
101°, the tune shift is calculated to be approximately —0.0076 
which is acceptable. The stored beam can reach 2 x 101° or 
even higher. When the tune shift caused by the space charge 
effects leads the beam’s tune to travel across the resonance 
line, there is a substantial chance that the particles will lose 
due to the resonance, resulting in a limit in the number of 
particles N in the ring. 

To gather more particles in the ring, the space charge limit 
of the ring is increased as much as possible. According to 


the Eq. 1, there are four ways to raise the space charge limit. 
One method is to increase the energy of the injected beam. 
One is to enhance ring acceptance and increase the size of the 
beams. Another method is to paint the beams evenly over the 
transverse phase space during the injection progress. The last 
one is to choose a suitable initial tune that is away from strong 
resonance lines. 


IV. EDDY CURRENT EFFECTS 


During the acceleration, the rapid varying magnetic field 
would induce eddy currents in vacuum chambers and other 
components. In turn the eddy current will generate various 
multipole fields which will affect beams’ motion. Magnetic 
field attenuation and delay produced by eddy current effects 
impair the uniformity and synchronization of the initial mag- 
netic field inside the vacuum chambers. Eddy current loss’s 
thermal influence can cause temperature rise in vacuum pipes. 
The multipole components could cause beam tune shift and 
change the chromaticities. So it is necessary to consider the 
eddy current effect in the vacuum chambers [37]. 


A. Basic parameters 


Eddy current effects are influenced by the hardware shape 
and size, material electrical conductivity, and magnetic field 
ramping rate. Low conductivity materials, thin pipe thick- 
nesses, and appropriate pipe cross-section designs decrease 
eddy current effects in the vacuum chambers for the chang- 
ing magnetic fields. According to the beam transverse enve- 
lope size, an elliptical cross-section of the vacuum chamber 
was chosen, where a is the vacuum chamber half-width, b is 
the chamber half-height, and e is the chamber thickness. To 
reduce the eddy current, the vacuum pipes should be made 
by small conductivity materials, such as ceramics. But the 
thickness of ceramic vacuum pipe is too high and increase 
the magnet gap and power very much. A low conductivity 
material Inconel 625 is used [38]. The ramping is realized by 


Table 4. Sectional size of the vacuum chamber 


A b j Material 


(mm) (mm) (mm) a (S/m) 


25 19 0.3 Inconel 625 0.8 x 10° 


improving the strength of the dipoles and quadrupoles. 
For a sinusoidal ramp, the time variation of the dipole mag- 
netic field is provided by Eq. 2 [39] 


B(t) = Bo [a1 — cos (27 f;t)] , (2) 
where Bo = (Bmax = Bmin) /2, ay = 
(Bmax + Bmin) / (Bmax — Bmin), and f, is the repeti- 
tion rate. 
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Fig. 5. Sinusoidal ramping curve for the dipole field. 


The minimum dipole strength is 0.20038 T when injected, 
and the maximum is 1.2294 T when extracted. Figure 5 illus- 
trates the ramping curve of the dipole field. 


B. Induced sextupolar component in the dipoles chambers 


The eddy current magnetic field within the vacuum cham- 
ber of the dipoles has a significant impact on the dipole com- 
ponent, leading to magnetic field attenuation and delay. Con- 
currently, the sextupolar component of the eddy-current mag- 
netic field in the dipole vacuum chamber induces changes in 
chromaticities. Additionally, the quadrupole component of 
the eddy-current magnetic field in the vacuum chamber of the 
quadrupole magnet section results in a lateral tune shift. 

The formula for the sextupolar component in elliptical vac- 
uum chambers can be expressed by Eq. 3[39] as follows: 


Hoce B 
m3 = — 
È h Bp 


(3) 


where o = 0.8 x 10° S/m denotes the electrical conductiv- 
ity of Inconel 625. Furthermore, uo = 4r x 1077 denotes 
vacuum permeability, p denotes the dipole bending radius, B 
denotes the rate of change in the field, and J denotes the ge- 
ometric factor of the elliptical vacuum chamber. 


m/2 b 2 
J= I sin y4 / cos? p + (2) sin? pdy 
0 a 


where a denotes the vacuum chamber half-width and b de- 
notes the half-height of the chamber. 

The sextupole strength introduced during the sinusoidal 
ramping is shown in Fig. 6. When ¢ = 5.0 ms, the sextupolar 
exhibits a maximum value of 1.143 m~’. This is also verified 
in Opera software’s ELEKTRA module as shown in Fig. 7. 
The geometrical factors and B’/B are related to the strength 
of the eddy current magnetic field’s sextupole component. 
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Fig. 6. Sextupole strength introduced by the sinusoidal ramping 
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Fig. 7. When t=0.01 s, the magnetic center plane is distributed along 
line x = —23mm to x = 23mm. 


The sextupolar component induced by eddy currents is cal- 
culated as the sextupole component errors of dipoles, and 
causes horizontal and vertical chromaticity modification de- 
scribed by €2 co and Ey, co . 


Ex,co = Ex,0 T Ae, = —0.73 + 31.03ms3 (4) 
Ey,co = Ey,0 T Mey = —0.78 — 27.27m3 


The maximum horizontal chromaticity is £x co = 34.74, and 
the minimum vertical chromaticity is €y co = —31.95. Be- 
cause of chromaticity changes caused by the sextupole com- 
ponent of the eddy current effects, the transverse working 
tune may change and cross the resonance line. When design- 
ing beam optics, it is necessary to consider the errors intro- 
duced by the sextupole component, chromaticity correction 
should be done in the ramping. Two sextupole families are 
used to fit the chromaticity to the value of 0.5 and 0.5 in the 
horizontal and vertical direction. 


C. Induced dipole component in the dipoles chambers 


The dipole component can also be induced by eddy cur- 
rents in the dipole vacuum chamber. This can be described 
by Eq. 5 [40] as follows: 


—pooeBF 
mm, = ——_— 
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azbe azby 
T fi 
a2 + bo ay + by 


where a1, a2, b1, and by denote the vacuum chambers inside 
the half-width, outside half-width, inside half-height, and out- 
side half-height, respectively. Maybe the presence of the vac- 
uum box could cause the effect of magnetic stranded for the 
RCS, with a time constant of 3.5254 us. This is acceptable. 
Figure 8 shows the acceptable effects of magnetic stranded 
for the sinusoidal ramping within 0.04 s. 
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Fig. 8. Dipole strength errors introduced by the sinusoidal ramping 
curve. 


D. Induced quadrupolar component in the quadrupole 
vacuum chamber 


Similar to the dipole vacuum chamber, eddy current effects 
exist, and only the quadrupolar component would be gener- 
ated. For a circular vacuum chamber of 7 medium radius, the 
quadrupolar strength is given by Eq. 6[39] 


=-— TX —. 6 
ma = — zg Hore? X (6) 
Figure 9 shows that the magnetic hysteresis induced by the 
quadrupolar component in the vacuum chamber is small. As 
shown in Fig. 10, the maximum tune shift introduced by the 
quadrupolar component is within 4 x 1074. 
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Fig. 9. Quadrupole strength errors introduced by the sinusoidal 
ramping curve. 


Compared to the initial transverse tune, the transverse tune 
shift due to the quadrupole component of the eddy-current 
magnetic field is significantly less than the error introduced 
by the quadrupole magnet. 
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Fig. 10. Horizontal and vertical tune shifts introduced by quadrupo- 
lar component. 


E. Power loss introduced by eddy currents in the vacuum 
chamber 


The existence of electrical resistance would lead to heat- 
ing effects. When the vacuum chamber is heated to a high 
temperature for a long time, the vacuum inside the chamber 
would decrease. In an extremely high vacuum environment, 
the gas molecules adsorbed on the vacuum chamber wall ab- 


Fig. 11. Resonance line diagram. 


sorb heat and diffuse into the vacuum chamber. Then the vac- 
uum would decrease and the beam lifetime would shorten. 
From an engineering point of view, overheated tube tempera- 
tures can cause aging and cracking of the epoxy resin in the 
dipole magnet core. Generally speaking, the temperature of 
the vacuum chamber does not exceed 80°C. The eddy cur- 
rent power loss per unit length is given by Eq. 7 and is shown 
in Fig. 12[41]. 


P. ! 
y _ 4o B?ea? x H (7) 


where 


mw /2 b 2 
H = J sin? p4] cos? y + (2) sin? ydy 
0 a 


where a, b, h are the vacuum chamber half-width, vacuum 

chamber half-height and magnet gap half-height. To visualize 
the effect of power loss on the vacuum chamber we perform 
a transient EMF research using the ELEKTRA TR module in 
Opera software and calculated eddy current loss distribution. 
The eddy current loss is proportional to the magnetic field rate 
of change squared. The rate of change of the magnetic field 
in a single cycle is not constant. In the eddy current loss ther- 
mal analysis, the average eddy current loss in a single cycle 
is used and the average eddy current loss factor is 0.6434 by 
averaging and integrating the values over a time period. The 
we create a static thermal analysis model in Opera software’s 
TEMPO ST module. The thermal conductivities of the mag- 
net core and Inconel 625 is shown in Table 5. The exterior 
surface of the vacuum chamber is configured for heat dissipa- 
tion by air convection and the heat transfer coefficient is 14 
W/ (m?- K). The initial ambient temperature is 28 °C. 

We multiplied the average eddy current loss factor of 
0.6434 by the eddy current loss distribution of the vacuum 
chamber under changing magnetic fields derived from the 
ELEKTRA TR module’s eddy current effect simulation. We 
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Fig. 12. Eddy current power loss per unit length. 


Table 5. Thermal conductivities 


Thermal conductivity 


Magnet core Inconel 625 


0.04 


X (W/(m-k)) 28 12.1 
Y (W/(m- K)) 28 12.1 
Z (W/(m- K)) 0.37 12.1 


imported it as a steady-state heat source distribution into the 
vacuum chamber model in the TEMPO ST module. After 
simulation the temperature distribution of the chamber after 
the eddy current loss is depicted in Fig. 13. 
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Fig. 13. (Color online) Temperature distribution of the thick vacuum 
chamber after eddy current loss temperature rise. 


The power losses at vacuum chamber was 23.63 W, and 
we can observe from the picture that the highest temperature 
is 75.165 °C within acceptable limits for engineering applica- 


tions. This result is very close to the theoretical result. 


V. ENERGY SWITCHING 


Multiple energy extraction will be required for FLASH 
proton transport. Because the beam can be extracted from 
the ring in a single turn, compared to the time of a cycle, the 
extraction time can be neglected and also the injection. Its 
energy may be easily altered from one cycle to the next. 
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Fig. 14. Variation of magnetic field with time. 


Three magnetic field cycles of the RCS are shown in Fig. 
14. Beam is injected at the bottom(‘inject 1’ and ‘inject 2’). 
The beam is extracted at the different position of the cycle to 
obtain different energy levels (‘extract 1’and ‘extract 2’). The 
magnetic field cycle remained constant to reduce the hystere- 
sis effect and control difficulty. The only change is the delay 
between the injection and extraction, with the strength of ex- 
traction element [42]. The frequency and voltage of the RF 
vary according to the energy. 


VI. CONCLUSION 


Currently it is still challenging to improve accelerator tech- 
nology to implement proton FLASH therapy. We propose 
a novel design for proton FLASH therapy using a rapid- 
cycling synchrotron. In our design, The lattice, injection, 
extraction, space charge effects, eddy current effects and 
rapid energy switching are considered. The RCS can provide 
10!°protons/pulse. The irradiation time of a 60 Gray plan 
is about 1 min and the instantaneous dose rate could reach 
10’Gy/s. Compared to laser plasma accelerator or slow ex- 
traction synchrotron, this is a cheap and simple design. If 
higher dose rate is required, the beam intensity of a spill can 
be increased. 
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